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• For reasons of hygiene, please use the mouthpiece for one specific individual only 
  and do not exchange them. The mouthpiece must be replaced after each use.
• Use only the parts listed above; use of other parts may constitute a hazard.

* NOTE

SAFETY PRECAUTIONS
Use the equipment only for its intended use as described in this manual. Do not use 
attachments not recommended by the manufacturer.
Use the equipment with medications only under the instruction of your physician.
Do not use the equipment if it has any damaged parts, or it has fallen into water. 
To use the equipment for the first time, or after storing it for an extended period, be sure 
to clean all necessary parts as described in the cleaning instructions.
Do not use while bathing.
The unit should not be left unattended while plugged in or turned on.
Keep the unit out of reach of small unsupervised children. 
The small parts detached from the device may result children choking from inhaling or 
swallowing. 
The accessible materials used in the device will not cause the potential allergic reactions 
to skin.
Do not try to modify the device to prevent any dangers.
Do not place the device in liquid, nor put it where it could fall into liquid. If the device 
becomes wet, unplug the device before touching it.
Do not use the device if it is not working properly, or if it has suffered any damage.
Do not subject the nebulizer or the mesh cap to any impacts and do not drop them.
After a period of no use, and after every use, please clean the compressor unit.
Do not expose the nebulizer to direct sunlight, high temperatures or humidity.

IMPORTANT INFORMATION ABOUT INHALATION THERAPY
The device is ideally suitable for inhalation at home or when travelling. It guarantees highly 
effective, fast-acting inhalation treatment for patients of all ages.
Carry out inhalation in a quiet and relaxed state, and inhale slowly and deeply, so that the 
medication can penetrate to the fine, deep bronchial tubes. Exhale normally.

Ensure that all parts are clean and dry.
Before starting treatment, talk to your physician about the duration, dosage and 
frequency of use of the nebulizer.
The device is designed for an intermittent use: 30 minutes ON / 30 minutes OFF.
Do not remove the medication container cover from the unit during nebulization.

OPERATING INSTRUCTIONS
Important Information Before Use

The mouthpiece is to be used for oral inhalation only. 

NOTE

when you have completed use, press the power switch to turn the device off before you 
disconnect the air hose. Unplug the adaptor, remove the inhalation accessory used and 
proceed with cleaning operations as described in the “Cleaning and Maintenance” 
section. 

NOTE

1. In consideration of the 
    convenience during the treatment, 
    the nebulizer connected with air 
    hose and tube connector can be 
    fixed well in the outer casing, as 
    Fig. 1.
2. After the treatment and cleaning, 
    the nebulizer kit can be stored 
    separately in the inner side of 
    outer casing, as Fig. 2.
3. Close the cover well and keep the 
    nebulizer out of children’

NOTE

1. Correctly position the spray nozzle inside the medicine container.

3. Correctly fit well the polished area on cap and medicine container respectively by slightly 
    closing and turning in clockwise direction. Make sure the both are closed well until the lines 
    marked on cap and medicine container are in alignment.  Connect the mouthpiece / mask 
    (optional) and L-PIPE, and then 
    attach to the top of the cap.  

2. Slowly pour the prescribed medication into the medicine container. The maximum capacity 
    of the container is 6 ml. Please note that the medication must not exceed this maximum 
    level marking (6 ml).

4. The nebulizer can be connected to the compressor by using the air hose with connector.
 
5. Plug the DC adapter (optional) into the wall outlet; plug the power cord of the adapter into 
    the socket on the side of the compressor.

6. Press the power switch to turn on the device. Begin treatment according to your physician’s 
    instructions. 

7.  Inhale and exhale naturally. Be sure to stop when the medication is exhausted.

Unit Assembly and Usage

How to use the mouthpiece
1. Insert the mouthpiece into the L-PIPE.
2. Close your lips around the mouthpiece and start treatment as recommended by your doctor.

How to use the mask
1. Insert the mask into the L-PIPE.
2. Place the mask onto your face and start treatment as recommended by your doctor.

CLEANING AND MAINTENANCE
Please clean your device after each use according to the instructions below. 

Before Cleaning
Make sure that the nebulizer is turned off before disassembly.

Cleaning of Nebulizer Accessories
1. After you have disconnected the air hose, remove the mouthpiece / mask (optional), 
    L-PIPE, cap, spray nozzle and medicine container.
2. Discard any remaining medications.
3. Wash tube connector, mouthpiece / mask (optional), L-PIPE, cap, spray nozzle and 
    medicine container with running water or soak in warm water for 15 minutes. 

1. The above-named accessories can be regarded as consumable items, please replace 
    with new one if it becomes dirty and obstructed. In consideration of the risk of 
    cross-contamination, do not share the accessories with others. 
2. Only can use the aerosol nebulizer kit manufactured for appropriate assembly.  
 

NOTE

4. Gently wipe off excess water with a clean dry cloth and allow to air dry on a clean 
    paper towel.

Cleaning of Compressor
1. Use alcohol cotton swabs to wipe the outer casing of the compressor.
2. Let it air dry on a clean paper towel.

Maintenance for Storage
1. Always handle your nebulizer with care.
2. Disconnect the power plug from the wall outlet when not in use.
3. Keep your nebulizer out of children’s reach.
4. If you store your nebulizer, do not bend the air hose.

Symptompolished area marked line Probable Cause Solution

The device does not work
or the device is on but 
nebulizes weakly. 

The device is on but does 
not nebulize.   

The plug is improperly inserted into 
the device.

Compressor switch is off.

Air hose is bent.

Turn the switch on.

Remove any bend or kink in the air 
hose.

The spray nozzle does not place in its 
position. 

Place the spray nozzle in its 
correct position.

No medicine is left.

The medicine container and cap does 
not assemble well.  

The texture of medicine may be thick.

Add the appropriate amount of 
medicine prescribed by your 
physician to the medicine 
container. 

Re-assemble the medicine 
container and cap and twist them 
well.   

Slightly shake the medicine well and 
then nebulization will be produced. 

Re-plug again and make sure that 
the plug is properly inserted into 
the device. 

TROUBLESHOOTING

5. If you store your nebulizer, try to keep it in the following environmental ranges:
    a) Temperature: -25°C to 70°C (-13°F to 158°F), 
    b) Relative humidity: 10% to 95% 
6.  If possible, stroe your nebulizer in a well-ventilated room.

Inhalation with Mouthpiece and Mask

1. 1 compressor 

1 mouthpiece * 

1 L-PIPE

1 cap

1 spray nozzle

1 medicine container

nebulizer kit

~

2.

3.

4.

5.

6.

2. 6.

PVC/Silicon Mask

DC Adapter

Optional items:

9.

10.

1 tube connector

1 air hose 

1 warranty card

1 instruction manual

7.

8.

ITEMS SUPPLIED AND PACKAGING
Before you start to use the CN-7012 Compressor Nebulizer, please check if the following items 
are included in the package:

1. Compressor 

5. Spray Nozzle 

6. Medicine Container

7. Tube Connector

8. Air Hose

9. Masks (optional)

Power Switch

Air Opening

Fig 2

Fig 1

Fig 3

Socket of Adapter

FEATURES

DESCRIPTIONS OF PARTS

No warming of medicine, thus preventing damage to the structure of the medication
Low power consumption 
Small nebulization particle size – 1~5 microns
Convenient design – compact and lightweight, ideal for travelling 
Silent operation – the noise level is 60 dB.
Short treatment time – with high nebulization rate
Nebulizer connected with air hose and tube connector can be fixed well in the outer 
casing during the treatment

10. DC Adapter (optional)

adult children

2. Mouthpiece 

3. L-PIPE 

4. Cap 

Dear CN-7012 System Owner:
Thank you for purchasing the CN-7012 Compressor Nebulizer. This manual provides 
important information to help you use the system properly. Before using this product, please 
read the following contents thoroughly and carefully. 

If you have other questions regarding this product, please contact the place of purchase or 
call the Customer Care Line. 

SYMBOL INFORMATION
Symbol Referent

Consult instructions for use

Use by/ Expiry date

Batch code

Manufacturer

Manufacturing date 

Type BF Equipment

Serial number

Caution, consult accompanying 

Do not dispose of as household waste

documents
Authorized representative in the 
European Community

Symbol Referent

Reference to Standards:
- Electric Safety Standards EN 60601-1
- Electromagnetic Compatibility according to EN 60601-1-2 

The device is a class IIa medical device according to Medical Device Directive 93/42/EEC.

SPECIFICATIONS

Please contact your dealer for assistance with any other difficulties.

NOTE

Model no.:  CN-7012
Dimension & Weight:  113mm x 113mm x 84mm, 420g
Power Source:  DC 6V 
Power consumption:  6W
Compressor pressure range:  15 ~17 Psi
Operating pressure range:  6 ~ 8 Psi
Maximum Flow Rate:  4LPM
Noise Level:  60 dBA
Operating conditions:  10°C to 40°C (50°F to 104°F), 30% to 85% relative humidity
Storage conditions:  -25°C to 70°C (-13°F to 158°F), 10% to 95% relative humidity

Mode of operation:  30 mins on/ 30 mins off  
Nebulization rate:  0.25ml/min
Medication capacity:  6 ml
Particle size:  1~5 microns
MMAD:  5 microns

s reach, 
as Fig. 3.
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